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1 Introduction

1.1 About This Manual

Thank you for purchasing the Marine Data Logger (MDL).  Gulf Coast Data Concepts spent 
considerable efforts developing an easy to use data logger for the scientific researcher, student, or 
hobbyist.  This product collects data from several sensor types simultaneously to provide an advanced 
insight into motion analysis.  Please read this manual to understand the operation and capabilities of the 
particular MDL product type.  If the logger fails to operate as expected, please refer to the 
troubleshooting guide (page 24).

1.2 Document Conventions

The quick start guide in section 1.7 provides a basic summary of operation to begin using the MDL.  
This user manual continues into further details of configurations and capabilities starting in section 2.  
Each section also presents relevant tips and warnings to help the user.

This icon indicates a helpful tip that may enhance the performance of the logger or aide in 
the application of the logger.

This icon indicates a warning, restriction, or limitation that the user should be aware of 
regarding the logger operation.
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1.3 Product Summary

The marine data logger (MDL) is a compact self-recording data logger designed for water immersion 
and it is available with several sensor variants.  Data from the  sensors are time stamped using a real 
time clock and stored  in simple text format to non-volatile flash memory.  When connected via the 
USB to a personal computer, the MDL appears as a standard mass storage device containing the 
comma delimited data files and the user setup file. The MDL includes an internal 500mAh lithium-
polymer rechargeable battery, which will recharge using USB power.

1.4 Feature List

1.4.1 General Features

The MDL is available with three sensor configurations.  The 
following features are common to each of the three product types.

• Accurate time stamped data using Real Time Clock (RTC)
• Data recorded to internal 8GB flash memory
• Easily readable text data files
• Data transfer compatible with Windows or Linux via 

Universal Serial Bus (USB) interface (no special software 
required)

• Internal lithium-polymer rechargeable battery

1.4.2 MDL-x16

• 3-axis ±16g accelerometer (Analog Devices ADXL345)
• 16-bit resolution
• Selectable sample rates of 12, 25, 50, 100, 200, 400 Hertz
• Finite Impulse Response filter
• 3.00L x 1.83W x 0.63H in, 1.6 oz (76x46x16 mm, 45g)

1.4.3 MDL-x16+p14

• Same features as MDL-x16 plus additional high precision 200psi (14 bar) pressure sensor 
(Measurement Specialties MS5541C)

• Waterproof to 425 feet (130 meters)
• 3.00L x 1.83W x 0.63H in, 1.6 oz (76x46x16 mm, 45g)

1.4.4 MDL-x16+p340

• Same features as MDL-x16 plus additional high precision 340 bar (5000psi) pressure sensor 
(Measurement Specialties 89-05KA-OU)

• Waterproof to 11100 feet (3375 meters)
• 3.70L x 1.83W x 0.69H in, 2.5 oz (94x46x18 mm, 70g)
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Figure 1: MDL Data Loggers 

MDL-x16+p340 (top),
 MDL-x16+p14 (middle),

 MDL-x16 (bottom)



1.5 Items Included with MDL

1.5.1 Single Unit Purchase

The MDL is packaged with the logger, a USB extender cable, and a magnetic screwdriver.

1.6 Component Names

A Type-A USB connector E Magnetic on/off switch

B Blue LED status indicator F Mounting slots (X2)

C Orange LED data indicator G Mounting Holes (X4)

D Orange charge LED H Pressure Sensor
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Figure 3: MDL Data Logger Components
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1.7 Quick Start Guide

The MDL is a simple, economical solution to capture continuous motion data and quickly deliver the 
information for analysis.  The following instructions outline the basic steps to begin using loggers from 
GCDC.  Configuration settings and mounting methods will depend on the particular application.

Step 1: Plug the logger into a computer and allow the computer operating system to register the 
device as a Mass Storage Device.  Notice that the logger will mount with a drive label 
using the last digits of the serial number. An orange LED located within the enclosure 
will indicate the battery is charging.  The LED will turn off when the battery is fully 
charged, which takes about 2 hours.

Step 2: Configure the logger by editing the appropriate tags in the config.txt file using a simple 
text editor.  In Windows, do not use Notepad, as the editor does not terminate new lines 
properly.  GCDC recommends Windows Wordpad or Notepad++ to edit the config.txt 
file. Refer to section 2.6 for a complete list of configuration options.
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Figure 5: Editing the Config.txt File

Figure 4: Connecting to PC



Step 3: If necessary, initialize the RTC clock by creating a time.txt file (see section 2.4).  Once 
the time.txt file is saved, immediately unplug the logger to start the initialization 
process.  The logger will load the time.txt file, initialize the clock, and delete the time.txt 
file.  Initializing the RTC ensures the data files include the correct year, month, and day 
and that the data samples can be correlated to a specific date and time.

Step 4: After removing from the USB port, attach the logger to the target object.  

Step 5: Pass a magnet near the top of the logger to activate the logger (see Figure 6).  The 
magnetic switch minimizes inadvertent disabling of the logger.  Logging will start about 
3-5 seconds after activation, and orange LED will blink as data is written to the flash 
memory.  Then, the blue LED will begin to blink at a 1 second interval, indicating the 
system is operating.

Step 6: To stop recording, hold a magnet near the enclosure top for about 3 seconds.  The orange 
and blue LEDs will begin to blink rapidly for 2 seconds and then turn off.  Remove the 
magnet, and the logger turns off.

Step 7: Plug the logger into a PC and allow the logger to mount as a USB drive.  The data files 
will appear in the “GCDC” directory.

Step 8: The raw data recorded in the files requires conversion to engineering units.  The 
conversion method depends on the sensor type and configuration.  See section 3.3 for a 
complete discussion of data conversion.
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Figure 6: Starting the MDL



2 Operation

2.1 USB Interface

The MDL connects to a PC using a standard Type-A USB connector.  The connector contacts are gold 
coated to prevent corrosion in saltwater environments.

The logger supports the USB mass storage device interface for file access and file transfers.  Nearly all 
computer operating systems recognize the MDL as a typical USB external memory drive.  Therefore, 
the MDL will allow file transfers to the internal flash memory like a common USB flash drive.  When 
connected to a PC, the MDL deactivates logging and operates only as a USB interface to the flash 
memory.  

2.2 Internal Memory

The MDL stores data to internal non-volatile 8GB flash memory. Each line of data is approximately 25 
bytes so the 8GB memory can handle over 30 days of data at 100Hz.  The logger will stop when the 
memory is full or 999 data files are created.  Delete data files to free space or move to another 
directory.

The logger needs only the config.txt file to operate.  The MDL will use default configuration settings if 
the config.txt is not present.  The “config.txt” and “time.txt” files must occur in the root directory (see 
section 2.6 and section 2.4).  The MDL will create a folder called “GCDC”, if not already present, to 
place the data files.
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Figure 7: Sensor Orientation

Interrupting the power to the logger, such as removing the logger from the USB port during 
file transfers to the PC, can result in corruption of the internal memory.   Reformat the 
memory if it becomes corrupted (FAT32 file structure).

+X

+Z

+Y

Accel

The MDL supports 480Mbps data transfer speed.  Plugging the logger directly into a USB 
port provides the best data transfer performance.  If using a USB cable, make sure to use 
a high quality cable.



2.3 Battery

The MDL is powered by an internal 500mAh lithium-polymer rechargeable battery. The internal 
battery management system recharges the battery when the MDL is plugged into a USB port or 
attached to a USB 5v power adapter. The orange charge indicator LED turns on (see Section 2.5) when 
the battery is charging and off when the battery reaches full charge. 

Figure 8 illustrates the expected battery life for each sensor configuration and sample rate.

The RTC continues to operate from the battery when the device is “off”.  The RTC should be 
reinitialized (see Section 2.4) if the battery is completely depleted, which may occur after several 
months of shelf-time.
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Figure 8: Expected Battery Life

The logger is always “on”  as it maintains the real time clock and will eventually discharge 
the battery completely after several months.  The MDL may require an additional hour of 
charging from a completely discharged state.  Keep in a cool (20°C/ 68°F) dry environment 
to avoid damage of the battery pack.

The data logger may draw up to 250mA from the USB supply to recharge the battery.  
Plugging multiple data loggers into a USB hub can exceed the power capacity of the hub. 
This can cause “brown-outs” of the logger and possibly damage the flash memory.



2.3.1 Power Saving Strategies

Write operations to the flash memory is the most significant power drain to the battery but there are 
several feature configurations that will reduce power consumption and help extend the battery life.

• Use the deadband feature to reduce the amount of recorded data.  Since the flash memory is the 
most significant power draw, then reducing the data writes will translate into much better 
battery life.  For example, setting the deadband=1024 will keep the logger from writing data to 
a file when motion is less than 0.5g.  Reducing the data by 20% can increase the battery life by 
30%.

• Turn off the over-sample/FIR filter feature using the “filteroff” option.  This will reduce the 
power consumption by about 20% at the expensive of lower effective resolution (see the 
discussion in section 4.1.1.1)

• Turn off micro-resolution to  reduce the number of characters written to the file, which saves 
about 3% battery life.

2.4 Setting The RTC

A real time clock (RTC) integrated into the MDL determines the time for each line of data recorded.  
The RTC is initialized using a user-created text file named “time.txt” that is loaded by the logger upon 
booting.  The time file method of setting the RTC does not require special communication drivers, so it 
can be implemented using a simple text editor.  Direct initialization of the RTC is possible but requires 
specific device drivers and software from Gulf Coast Data Concepts.  

Initializing the RTC with a time.txt file is accomplished as follows:

Step 1: Use Wordpad, or an equivalent text editor, to create a simple text file called 
“time.txt”.

Step 2: Enter on the first line the current date and time as “yyyy-MM-dd HH:mm:ss” in 
24-hr format. Figure 9 provides an example time.txt file that will initialize the 
RTC to 2:26:30 pm June 16, 2014.

Step 3: Save this file to the root directory of the microSD card (same location as the 
config.txt file) and close the text editor.

Step 4: Remove the logger form the PC.  The logger will automatically find the time.txt 
file and intialize the RTC with the time stored in the file.  The file is deleted after 
initialization.

The RTC maintains ±50ppm accuracy (-40°C to +85°C), which means that the accuracy may drift 
about 4 seconds every day.  The RTC is powered by the battery at all times, even when the logger is 
“off”.
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Figure 9:  Example Time Entry in time.txt File



2.5 Status Indicators

System status is indicated by three LEDs located on the side of the logger (see Figure 10).  The blue 
LED1 indicates system operation and blinks once per second to indicate a properly operating system.  
The blue LED1 blinks when the MDL is recording data, in standby mode, or is connected to a 
computer via the USB port.  The orange LED2 blinks when data is written or read from the microSD 
memory card.  In data logging mode, the period at which LED2 blinks depends on the sample rate and 
other configuration settings.  The LEDs will flicker during user initiated shutdown.  The 
“statusindicators” tag in the  configuration file turns off or changes the brightness of the status 
indicators (see section 2.6.1.9).  The orange charge indicator LED3 illuminates when charging is in 
process (see Figure 10) and it will turn off when the battery is fully charged.  A fully discharged battery 
will charge in about 2 hours.  A blinking charge indicator LED means there is a problem with the 
lithium-polymer battery.
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Figure 10:  LED Status Indicators

After unplugging the logger from the USB port, the logger will load the config.txt file and 
time.txt file, if present.  Therefore, there is a delay between when the time.txt was created 
and when the logger actually loads the time information.  For most applications, this simple 
method of initializing the clock results in sufficient accuracy.

Initializing the RTC ensures that the start time and individual time stamps can be 
correlated to an absolute time – the year, month, day, hour, minute, second, and fractional 
second.  An uninitialized RTC or reset of the RTC will lead to indeterminate start time 
recorded in the data file header.  

Initialization of the RTC is limited to +/-1 second.  The RTC register that handles the 
fractional seconds counter is not accessible so the initialization process cannot reset the 
seconds to an even value.

LED1
LED2

LED3



2.6 System Configuration Options

The MDL is configured using a set of tags and settings stored in a text file named “config.txt”, which is 
located in the root directory of the logger.  The system reads the configuration file at boot time.  Table 1 
lists the configuration file tags.  Tags that require a setting must be followed by an equal sign (“=”) and 
an applicable tag setting.  A line finishes with a newline character.  Tags are not case sensitive.  Tab and 
space characters are ignored.  Lines starting with a semicolon (“;”) are treated as comments and 
ignored by the system. 

Table 1: Configuration File Tags and Descriptions

Tag Product Valid Settings Description

x1
6

x1
6+

p
14

x1
6+

p
34

0

deadband

  

An integer between 0 and  
16384

Sets the deadband to a range expressed in “counts”. 
A new sample is recorded if any sensor axis 
exceeds the previous recorded reading by the 
deadband value

deadbandtimeout

  

An integer between 0 and 
16384

Specifies the period in seconds when a sample is 
recorded regardless of the deadband setting. This 
feature ensures that periodic data is recorded during 
very long periods of inactivity. 

dwell    An integer between 0 and 
65535

The number of samples recorded after a deadband 
threshold triggered event

microres    - The presence of this tag sets the device to record 
time stamps with 0.1ms effective precision.

rebootondisconnect    - The presence of this tag causes the system to start 
recording after disconnect from a USB port.

samplesperfile    An integer greater than 0 The number of lines of data per data file before a 
new file is created

starttime and
stoptime    See section 2.6.1.7 Defines when to start and stop recording

stoponvusb    - Stops data logging if 5v USB power is present (see 
section 2.6.1.8)

statusindicators
  

“Normal”, “High”, “Off” LED status indicators can be activated with normal 
brightness (Normal), activated with high brightness 
(High), or completely deactivated (Off).  

samplerate
 

12, 25, 50, 100, 

200, 400

Sets the rate at which data is collected and recorded 
to the microSD card.  

tempOn   - Adds temperature samples to data stream

pressOn   - Adds pressure samples to data stream

pressureInterval   Integer between 50 and 
32768

Sets the period in milliseconds between pressure 
samples

interleave   Integer between 1 and 255 Sets the number of pressure samples between 
temperature samples
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2.6.1 Common Configuration Options

2.6.1.1 deadband

“deadband” defines the minimum difference between recorded sensor readings.  A new sample from 
the accelerometer sensor must exceed the previous recorded reading before the logger records the data. 
The deadband setting is expressed in "counts" units and is applied to the output of each axis.   The 
deadband value can be set to an integer between 0 and 16384. The deadband function is an effective 
way to reduce the amount of data collected by defining the granularity of the data.  

The deadband functions as a event threshold limit when used in conjunction with the “dwell” feature.

Figure 11 illustrates the deadband feature filtering out small changes in acceleration from the recorded 
data.  Only when the deadband limit is exceeded will a new data sample be pushed to the file.  Note 
that this feature will result in samples with inconsistent time periods.  Therefore, the data sets should be 
re-sampled to establish uniform time periods.

2.6.1.2 deadbandtimeout

“deadbandtimeout” defines the period in seconds when a sample is recorded by the logger regardless of 
the deadband setting. This feature ensures periodic data is recorded during extended periods of 
inactivity.  A valid setting for the deadbandtimeout is an integer between 0 and 16384.
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Figure 11:  Graphical Illustration of the Deadband Feature

Do not use the Windows Notepad editor because it does not terminate new lines properly.  
GCDC recommends Windows Wordpad or Notepad++ to edit the config.txt file.



2.6.1.3 dwell

Use “dwell” together with “deadband” to create an event trigger configuration.  The “dwell” tag 
defines the number of consecutive samples recorded at the set sample rate after a deadband threshold 
event.  The deadband threshold event occurs when a sensor reading exceeds the last recorded value by 
the deadband setting.  A valid dwell setting is an integer between 0 and 65535.  See section 2.7.2 for an 
example implementation of the deadband/dwell features.

2.6.1.4 microres

The “microres” option sets the device to record time stamps with 0.1ms precision.  In micro-resolution 
mode, the time stamps are recorded as XX.YYYYZZ where XX are seconds, YYYY are 0.1 
milliseconds, and ZZ are spurious digits beyond the precision capability.  The micro-resolution option 
should be implemented at sample rates greater than 200 hertz to provide the best timing precision.  

2.6.1.5 rebootondisconnect

The MDL incorporates an on/off switch for initiating and terminating the data recording process.  Data 
recording is automatically started upon disconnect from a computer USB port if the tag word 
“rebootondisconnect” is included in the configuration file.

2.6.1.6 samplesperfile

“samplesperfile” defines the number of data lines each file can have before a new file is created.  This 
tag controls the size of the data files into easily manageable lengths for later processing.  This setting is 
loaded as a signed 32-bit integer, which can translate into very large data files.  The user should 
exercise caution before setting large files and test the end-user software application for data limitations.
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Micro-resolution is best suited for applications requiring precise timing, such as vibration 
analysis, and is recommended for sample rates above 200 Hz.  The standard timing 
precision (default) of 1 milli-second is suitable for most general applications, such as 
monitoring human motion.

Figure 12:  Graphical Illustration of the Dwell Feature



2.6.1.7 starttime and stoptime

The MDL starts and stops data recording based on the times defined using the “starttime” and 
“stoptime” tags.  The times must be in “MM HH DD” 24-hr format with the three entries separated by 
a space.  Entries marked with “*” operate as a wild card (see Example 2).  The MDL continues to 
record after the start time unless defined otherwise by the stoptime tag.  Note that the configuration 
option does not include the month.  Example timing configurations:

Example 1: On the 15th day, start recording at 12:30pm and 
stop recording at 6:00pm.

starttime = 30 12 15
stoptime = 00 18 15

Example 2: Start recording at the beginning of every hour 
and stop recording  45 minutes later.

starttime = 00 *
stoptime = 45 *

2.6.1.8 stoponvusb

The “stoponvusb” tag stops data logging operations when a 5v supply is detected on the USB 
connector.  Without the stoponvusb option (default), the device switches power from the internal 
battery to the USB 5v and continues to log data.  

2.6.1.9 statusindicators

The brightness intensity of the LED status indicators is defined using the “statusindicators” tag and 
valid settings of “normal”, “high”, and “off”.

2.6.2 x16 Options

2.6.2.1 samplerate

The “samplerate” tag defines the data rate in Hertz, or samples per second.  Valid sample rate settings 
are 12, 25, 50, 100, 200, and 400 Hz.  See section 4.1 for special features regarding the sample rates.

2.6.3 +p Options

The +p14 and +p340 product configuration includes the following additional pressure sensor options.

2.6.3.1 tempOn

Both pressure sensor configurations includes a temperature sensor that is used for temperature 
compensation of the pressure measurements.  “tempOn” adds the temperature values to the data stream. 
Remove “tempOn” or comment the term (“;”) to hide the temperature data but the compensation 
algorithm will continue to operate. 
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2.6.3.2 interleave

The temperature samples are recorded at sub-intervals of the pressure readings.  “interval” defines the 
number of pressure samples taken before a temperature sample is recorded to the data file.  The 
temperature data is used in the temperature compensation algorithm.  

2.6.3.3 pressureInterval

“pressureInterval” defines the time period, in milliseconds, between pressure samples.  The data logger 
will support intervals between 50 milliseconds (20 Hz) and 32678 milliseconds (9 hr interval).  The 
pressure and temperature data is added to the previously available accelerometer sample stored in the 
cache.  Therefore, the rate at which pressure data is collected and when it appears in the data stream 
will be different.  This is rarely a problem in post-process analysis since pressure changes much slower 
than accelerometer data.

2.6.3.4 pressOn

“pressOn” adds the temperature compensated pressure readings to the data stream. 

2.7 Example Configuration Files

2.7.1 Example A: MDL-x16

The following configuration records data at 100 hertz.  Deadband and deadbandtimeout are set to zero, 
so the logger will record constantly at the set sample rate.  Each data file is 60,000 lines long, which is 
10 minutes of data.  The status indicators are set to normal brightness.  The logger starts recording 
when it is removed from the USB (“rebootondisconnect” is active).

2.7.2 Example B: MDL-x16+p14

The following configuration records data at 50 hertz.  Deadband and deadbandtimeout are set to zero, 
so the logger will record constantly at the set sample rate.  Pressure is collected twice every second and 
temperature is recorded every 2 seconds.  Each data file is 90,000 lines long, which is 30 minutes of 
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Figure 13:  Configuration File Example A

;Example MDL-x16 config file
;set sample rate
;available rates 12, 25, 50, 100, 200, 400
samplerate = 100
;record constantly
deadband = 0
DeadBandTimeout = 0
;set file size to 10 minutes of data
samplesperfile = 60000
statusindicators = Normal
;automatically start logger when unplugged
rebootOnDisconnect
;see MDL user manual for other config options



data.  The status indicators are set to normal brightness.  The logger starts with the magnetic on/off 
switch (“rebootondisconnect” is inactive).

2.7.3 Example C: MDL-x16+p340

Example C configures the logger to collect accelerometer data at 12 Hz, pressure data once every 2 
seconds, and temperature data every 10 seconds.  Each file is two hours.
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Figure 14:  Configuration File Example B

Figure 15:  Configuration File Example C

; PRODUCT_ID = MDL-x16+p340
;set sample rate
;available rates 12, 25, 50, 100, 200, 400
samplerate = 12
;record constantly
deadband = 0
DeadBandTimeout = 0
;set file size to 120 minutes of data
samplesperfile = 86400
statusindicators = Normal
; the pressure interval is the pressure transucer measurement interval, in milliseconds
pressureInterval = 2000
; interleave is the number of temperature sample to skip
interleave = 5
tempon
presson
;rebootOnDisconnect
;;;;;;;;;;;;;; DO NOT CHANGE ;;;;;;;;;;;;;;;
; gain calculations (6.89kPa/psi )
; Pfs(psi) / (sens * PgaGain * adcFs)
; = 6.89 * 5000 /(22e-3 * 8 * 32768
; = 0.87
; gain value uses 24bit fixed fractional math mult gain value by 2^24
; = 0.87 * 16777216
ads11xx_gain = 22894575
; below is unity gain
;ads11xx_gain = 16777216
; offset is the offset in adc counts
ads11xx_offset = 804
;ads11xx_sampleinterval = 200

; PRODUCT_ID = MDL-x16+p14
;set sample rate
;available rates 12, 25, 50, 100, 200, 400
samplerate = 50
;record constantly
deadband = 0
DeadBandTimeout = 0
;set file size to 30 minutes of data
samplesperfile = 90000
statusindicators = Normal
; the pressure interval is the pressure transucer measurement interval, in milliseconds
pressureInterval = 500
; interleave is the number of temperature sample to skip
interleave = 4
tempon
presson
microres
;rebootOnDisconnect



3 Data Interpretation

3.1 Data Files

The MDL creates a new data file when the system is booted or when the maximum number of data 
lines is reached in the previous data file.  A system boot condition occurs when the on/off button is 
pressed, 5v power is restored to the system via the USB connector, or when the MDL is removed from 
a computer USB port with the “rebootondisconnect” feature enabled.  Data files are placed in a folder 
named “GCDC” and are named data-XXX.csv, where XXX is a sequential number starting with 001.  
The system will create up to 999 files.  At the beginning of each file, a header is written describing the 
system configuration and the current time when the file was created.  Figure 16, Figure 17, and Figure 
18 show example data files.  
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A short gap in data may occur between sequential files as data is purged from the cache 
and a new file is allocated on the microSD card.

Figure 17:  Example Data File From MDL-x16+p14

;Title, http://www.gcdataconcepts.com, X16-MDL, ADXL345, BMP280
;Version, 1378, Build date, Jan 11 2018,  SN:CCDC201696836A8
;Start_time, 2018-09-14, 10:49:23.466
;Temperature, -999.00, deg C,  Vbat, 3980, mv
;SampleRate, 50,Hz
;BMP280 SI, 0.100,s 
;Deadband, 0, counts
;DeadbandTimeout, 5,sec
;Time, Ax, Ay, Az, P, T
0.286039,-277,-700,-1636,102832,28580
0.305540,-277,-679,-1618
0.325010,-272,-711,-1650
0.344511,-272,-722,-1707
0.364011,-261,-709,-1704,102829,28590
0.383482,-243,-708,-1661
0.402982,-254,-720,-1625
0.422453,-286,-722,-1640
0.441953,-295,-695,-1711
0.461454,-286,-683,-1713,102834,28590
0.480924,-268,-704,-1654

Figure 16:  Example Data File From MDL-x16

;Title, http://www.gcdataconcepts.com, X16-MDL, Analog Dev ADXL345
;Version, 1102, Build date, Oct  9 2015,  SN:CCDC1016BD94820
;Start_time, 2016-08-23, 12:56:31.455
;Temperature, -999.00, deg C,  Vbat, 3712, mv
;SampleRate, 100,Hz
;Deadband, 0, counts
;DeadbandTimeout, 5,sec
;Time, Ax, Ay, Az
0.163,10,24,-2054
0.173,21,28,-2063
0.183,17,12,-2090
0.194,3,7,-2097
0.204,30,5,-2061
0.214,24,24,-2061
0.224,17,26,-2082
0.234,44,16,-2063



3.2 Data Format

Data is written to files in comma-separated text format starting with the file header information and 
followed by event data entries.  The sample rate, sensor scale settings, and deadband configuration is 
listed in the file header.  Each sample contains a time stamp entry followed by the sensor output 
readings.  The time entry is seconds elapsed from the start time recorded in the header.  Add the elapsed 
time to the start time to determine the complete date and time of the sample.  The sensor readings are  
represented in raw digital counts and must be converted into measurement units (see Section 3.3).

The last line of the final data file records the reason for the termination, such as “shutdown: switched 
off”, “shutdown: low battery”, “shutdown: max files exceeded”, “shutdown: vbus disconnect”, or 
“connected to computer”.  The line is designated as a comment with a semicolon (“;”).  

3.3 Data Conversion

3.3.1 Time Stamps

Each sample starts with a time stamp, which is the seconds elapsed from the start time listed in the file 
header.  Add the time stamp to the start time to determine the complete date/time of each sample.  

The time stamp calculation is incorporated easily into a spreadsheet, such as Excel or Calc.  First, open 
the data file in a spreadsheet and parse on the comma (“,”) deliminator.  Most spreadsheets will 
automatically parse the data using the “,” character.  The parsing operation will separate the start_time 
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Figure 18:  Example Data File From MDL-x16+p340

;Title, http://www.gcdataconcepts.com, X16-ADS1, ADXL345, ADS11xx
;Version, 1510, Build date, Aug 29 2018,  SN:CCDC20181D3650A
;Start_time, 2019-01-30, 14:51:05.314
;Temperature, -999.00, deg C,  Vbat, 3662, mv
;SampleRate, 12,Hz
;BMP280 SI, 2.000,s
;ADS11 SI, 0.500,s, span,22894575,offset, 804
;Deadband, 0, counts
;DeadbandTimeout, 0.000,sec
;Time, Ax, Ay, Az, P, T
1.412,42,55,2044,-2,21850
1.491,42,46,2039
1.571,39,49,2051
1.650,57,64,2062
1.696,55,57,2055
1.775,35,51,2047
1.855,41,57,2055
1.934,44,53,2055,-2
2.014,46,53,2040
2.094,60,51,2030
2.173,53,44,2040
2.253,35,53,2051
2.332,42,57,2044
2.412,48,51,2042,-3
2.491,39,55,2062
2.571,30,62,2078
2.696,35,55,2060
2.775,39,44,2051
2.855,39,51,2055
2.934,48,57,2044,-2
3.014,41,53,2055
3.093,41,57,2047
3.173,60,64,2026
3.252,48,57,2046
3.332,35,51,2051
3.412,37,57,2053,-3,21860



into two cells – date and time.  Use the “trim” function to strip the white space around the date cell and 
use “concatenate” to combine the text into a new start date.  The spreadsheet will automatically format 
the new text into a date.  Next, divide the time stamp entry by 86400.  This converts the time stamp 
into a value compatible with the spreadsheet date functions.  Finally, add the new time stamp to the 
new start date and a complete data/time is generated.  Format the column as a “time” category and 
include the trailing “.000” to present the millisecond precision.

The time stamps can be added directly to the start_time entry (no need to divide by 86400) when using  
Matlab, Octave, or R.

3.3.2 x16 Accelerometer Data

The MDL-x16 records the raw digital data from the accelerometer sensor.  This helps reduce processor 
load, increase sample rate capability, and avoids data errors due to floating point calculations.  The 16-
bit data, or 65536 discreet counts, covers the full range of the +/-16g sensor.  Therefore, the conversion 
factor is 65536 / 32 = 2048 counts/g.  Divide the raw data by 2048 to determine “g” units.

3.3.3 +p14 Pressure Data

The MDL-x16+p14 records pressure in Pascals units (Pa) and includes the appropriate compensation 
based on temperature collected at the pressure sensor.
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Figure 19: Time Stamp Conversion Method

To determine acceleration in g's, divide the raw data by 2048.  A “g” is 32.174 ft/sec2 or 
9.807 m/sec2.



3.3.4 +p340 Pressure Data

The MDL-x16+p340 records pressure in pound force per square in (psi).  Calibration factors provided 
by Measurement Specialties for the specific sensor are incorporated into the logger.  The logger is 
calibrated such that sea level (1 ATM) registers close to 0 psi.

3.3.5 Temperature Data

Temperature is recorded in milli-degree Celsius.  Divide the temperature value by 1000 to determine 
degrees Celsius.

3.3.6 Converting Pressure to Depth

Table 2: Converting Pressure to Water Depth

Product P
Units

Freshwater Saltwater (3.5%) Depth
Units

MDL-x16+p14 Pa (Pd−Po)÷9807 (P pa−Po)÷10032 Meters

(Pd−Po)÷2989 (P pa−Po)÷3058 feet

MDL-x16+p340 psi (Pd−Po)÷1.4216 (Pd−Po)÷1.4543 Meters

(Pd−Po)÷0.4333 (Pd−Po)÷0.4433 feet

where Pd  = pressure at depth recorded by the logger
Po  = baseline pressure at sea level recorded by the logger

4 System Details

4.1 Sensors

The accelerometer sensor “pushes” data to the logger at selected rates based on a clock internal to the 
sensor. The sensor's clock precision and drift are undefined. For example, a selected sample rate of 50 
Hz may actually push data at 52 Hz. The MDL incorporates a precise real time clock to independently 
time stamp the data as it leaves the sensor and to ensure that accurate timing is recorded to the data file. 
Therefore, the time stamps should be used as the reference for determining the actual sample rates of 
the accelerometer.

Additional sensor data, such as the pressure and temperature values, arrive at slower sample rates than 
the accelerometer data.  The logger appends the new data to the last accelerometer entry available in 
the memory cache.  Therefore, the pressure and temperature values are not synchronized to the 
particular time stamp.  This method was chosen to simplify the data file format and allow easier 
parsing of the file.  In most cases, the magnetometer, pressure, and temperature data change slowly 
relative to accelerometer and gyroscope data.  The entire data sample line can be assumed to be 
synchronized.
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4.1.1 16g Accelerometer

The MDL uses the Analog Devices ADXL345 3-axis digital accelerometer sensor, which is based on 
micro-electro machined semiconductor (MEMS) technology.  This accelerometer sensor is similar to 
those used in cellphones, laptops, hard drives and other consumer electronics. Table 3 lists the basic 
sensor and logger performance parameters. Refer to Analog Devices for detailed sensor specifications.   

Table 3: Accelerometer Sensor Characteristics

Parameter Condition Min Typical Max Units

Acceleration range ±16.0 g

Sensitivity 2048 count/g

Sensitivity Deviation ±1.0 %

Nonlinearity X, Y, Z axis ±0.5 %FS

Zero-g Offset Level Accuracy X, Y axis -150 +150 mg

Z axis -250 +250 mg

Inter-Axis Alignment Error ±0.1 Degrees

Cross-Axis Sensitivity ±1 %

4.1.1.1 Special Feature

The MDL implements an 8X over-sample and finite impulse response (FIR) filter algorithm at sample 
rates up to 400Hz.  This means that the digital accelerometer sensor provides 8X the sample rate 
requested in the config.txt file.  For example, “samplerate=400” sets the sensor to stream at 3200 Hz, 
which is the maximum capability of the ADXL345.  The eight samples are averaged and processed 
through the FIR filter to improve the response characteristics.  The oversampling and FIR algorithm 
increases the sensor's native 13-bit resolution to the 16-bit data recorded in the data file.

The MDL will support sample rates of 800, 1600, and 3200 Hz, but the MDL automatically deactivates 
the oversampling and FIR filter and records the native 13-bit resolution from the sensor.  However, 
these sample rates are not guaranteed.  The time stamps may become inaccurate, or the logger 
operation could become unstable.  Performance is dependent on the microSD card capability.

Figure 20 shows an example configuration setting the logger to record at 800 Hz.  The 13-bit data from 
the sensor is right padded (LSB) into a 16-bit value to maintain consistency with the over-sampled 
data. Therefore, the conversion factor is still 2048 counts/g.
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The MDL-x16 accelerometer sensor will detect the acceleration of gravity, which is a 
convenient feature for validating the sensor operation.  Setting the logger on a flat level 
surface will result in -2048 counts (-1g) in the z-axis.



4.1.2 Pressure

The MDL-x16+p14 incorporates the Measurement Specialties MS5541C 14 bar digital pressure sensor. 
Temperature sensor and temperature compensation are included in the MS5541C.  Pressure is provided 
by the sensor and stored to the data files in Pascal units.

4.1.2.1 14 bar Pressure Sensor

Table 4: Pressure Sensor Characteristics

Parameter Condition Min Typical Max Units
Operating temperature Operational  +85 C

Full Accuracy  +65 °C
Absolute accuracy pressure
VDD=3.3 V

70000 - 110000 Pa
(0 to +65 °C)

-250 ±100 +250 Pa

30000 - 70000 Pa
(0 to +65°C)

-300 ±100 +300 Pa

30000 - 110000 Pa
(-20 to 0 °C)

-400 ±150 +400 Pa

Resolution of output data Pressure  Pa
Temperature  °C

Relative accuracy pressure 70000 – 110000 Pa
(@ 25°C)

±20.0 Pa

0 – 65°C
(@ p constant)

±50.0 Pa

Absolute accuracy 
temperature

@ +25°C -1.5 0.5 +1.5 °C
0 - 65°C -2.0 ±1.0 +2.0 °C

Gulf Coast Data Concepts  Page 21 MDL, New

Figure 20:  800Hz sample configuration

; Example MDL-x16 Config file
; set to 800Hz
samplerate = 800
; record constantly
deadband = 0
deadbandtimeout = 0
; set file length
samplesperfile = 100000
; set status indicators
statusindicators = normal

Add “filteroff” to the config.txt file to remove the over-sample/FIR filter algorithm and the 
logger will record the native 13-bit resolution from the ADXL345 accelerometer sensor.  
The recorded data is “right padded” to a 16-bit value so the conversion factor remains 
2048 counts/g.  The resulting data is less sensitive and noisier than the filtered data but 
this option allows the end-user to implement custom filter algorithms post-process.



4.1.2.2 5000 psi Pressure Sensor

The MDL-x16+p340 uses the Measurement Specialties pressures analog sensor (part number 89). 
Temperature calibration coefficients provided by Measurement Specialties are included in the 
config.txt file and used by the logger to produce accurate pressure readings.  Pressure is recorded to the 
data file in “pounds force per square inch” units (psi).  The SAE unit was chosen over metric because 
1) the shorter number of characters as compared to Pascals and 2) the system resolution fell 
conveniently at 1 psi intervals.

Table 5: Pressure Sensor Characteristics

Parameter Condition Min Typical Max Units
Operating temperature Operational  +125 C

Full Accuracy
Non-Linearity 0 – 5000 psi

(+25 °C)
-0.25 +0.25 %

Resolution of output data Pressure 1 psi
Temperature  °C

Zero Pressure Offset -20 +20 psi

Pressure Hysteresis ±0.05 % range

Repeatability ±0.02 % range

Pressure Overload 15000 psi

4.2 Operating and Storage Conditions 

The MDL is protected from normal handling and moderately wet conditions, such as rain, sweat, and 
splashes.  The operating temperature range is limited primarily by the lithium-polymer battery 
capabilities.

Table 6: Operating and Storage Conditions

Parameter Value

Temperature Range (Operating) -5°F ~ 130°F (-20°C ~ 55°C)

Temperature Range (Storage) -5°F ~ 80°F (-20°C ~ 25°C)

Relative Humidity (Operating and Storage) <90%
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Important calibration coefficients are stored in the config.txt file.  These values are unique 
to the particular sensor and are used in the calculations for compensating the pressure 
data.  Do not alter these coefficients.  Contact GCDC if the coefficients must be restored.



4.3 Dimensions

4.3.1 MDL-x16 and MDL-x16+p14 Dimensions

4.3.2 MDL-x16+p340 Dimensions

The overall MDL dimensions are 2.21 inches long (56.1 mm), 1.55 inches wide (39.4 mm), and 0.60 
inches high (15.2 mm), and it weighs 0.9 ounces (25g).  The two slots are designed to allow a 1” wide 
(25mm) strap to loop around the enclosure.  
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Figure 22:  Enclosure Dimensions

Figure 21:  MDL-x16 and MDL-x16+p14 Dimensions

Dimensions 
in inches

Dimensions 
in inches



5 Troubleshooting

Problem Resolution

I pass a magnet near the logger, but it does not 
appear to activate, and no LEDs blink.

Make sure the battery is charged.

Some weaker magnets may need to be oriented in 
a certain way to activate the switch.  Rotate the 
magnet until the switch responds and the logger 
activates.

The logger could be operating correctly, but the 
status indicators are turned off.  Check the 
“statusindicator” option in the config.txt file.

The logger turns on, and the blue LED blinks 
once per second, but the red LED does not 
indicate logging.

The deadband setting is set too high, and the 
logger is waiting to detect an event.

The logger is in standby mode waiting for a start 
time to occur.  Check the config.txt file for the 
start/stop settings.

The logger records only for a short period of time. Check that the battery is fully charged.

The memory is full and data files must be deleted.

I plug the logger into a USB port, but the PC does 
not indicate an external drive present.

The flash memory is corrupted.  Plug the logger 
into a PC and run a disk diagnostic tool to check 
the memory.  Reformat if necessary (FAT32).

The USB connection or the extender cable (if 
present) could be faulty. Remove the extender 
cable and plug the logger into another USB port.

The logger seems to ignore the config.txt file and 
use default settings.

Check that the config.txt file is properly formatted 
and not corrupted.  Each setting should occur on a 
separate line.

Some IT organizations implement an automatic 
encryption of all removable media devices.  This 
will encrypt the config.txt file, and the logger will 
not be able to access the file.  Do not allow 
encryption of the device.

The start time in the data file header is incorrect. Initialize the RTC.

The time.txt file doesn't load to the RTC Check that the date/time is correctly formatted 
and the file name is “time.txt”.  Windows may 
hide the file extension so naming the file as 
“time.txt” may actually name it as “time.txt.txt”.  
Check the Windows file explorer options 
regarding the view of file extensions.
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Problem Resolution

The logger is stationary, but it registers 1g. This is normal and indicates that Earth's gravity is 
operating correctly.  

The logger registers something other than 1g 
when stationary.

The sensor will exhibit a slight offset error.  Add 
or subtract the appropriate amount to correct the 
error.

I want to calibrate my logger. The logger does not have provisions for 
implementing user-defined calibration 
coefficients, and any corrections must be 
performed post-process.  

GCDC does not provide calibration services.

End of User Manual
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